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wo-dimensional (2-D) speckle tracking echocardiography (STE) is being increasingly used for the quantification of global and regional left ventricular (LV) mechanics. 1,2 Previous studies have validated the accuracy of STE against cardiac magnetic resonance imaging, a reference standard. 3, 4 The superiority of STE compared with LV ejection fraction has been reported in several clinical settings. 5- 7 The rapid advancement of computer technology allows us to measure layer-specific strain across the myocardium using some ultrasound systems and software. [8] [9] [10] Despite the rapid adoption of this new technology, the normal range of LV 2-D strain has been traditionally measured in a small number of subjects. Little information exists regarding the equivalency of the normal ranges of LV 2-D strains when comparing ultrasound systems from different vendors; moreover, evidence for a good inter-vendor agreement of 2-D strain data from the same subjects remains to be elucidated. 11-14 This inter-vendor agreement of 2-D strain is necessary for conducting a longitudinal follow-up or a cross-sectional assessment of the LV function using 2-D strain, because many ultrasound laboratories utilize a variety of ultrasound systems and analysis software packages from different vendors. Accordingly, in this multicenter study of healthy volunteers, the aims were to (1) establish the normal range of LV 2-D strain in a large number of healthy subjects; and (2) determine the inter-vendor, observer and test-retest variabilities of 2-D strain.
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Methods

Subjects
Japanese Ultrasound Speckle Tracking of the Left Ventricle (JUSTICE) is a multicenter prospective 2-D strain study endorsed by the Japanese Society of Echocardiography (Principal Investigator: Satoshi Nakatani, MD). A total of 817 healthy subjects over a wide range of ages (0-88 years, 502 male) were enrolled. The eligibility criteria included (1) normal blood pressure and no history of hypertension at the time of examination; (2) absence of diabetes, hypercholesterolemia and/or cardiovascular disease; (3) no cardiac medications; and (4) ageand sex-based height and weight between the 25 th and 75 th percentiles. The subjects were recruited from 14 hospitals, and were primarily hospital employees, their relatives and/or volunteers who were recruited through advertising. All subjects underwent a physical examination and 2-D echocardiography to exclude those with valvular disease or the presence of regional wall motion abnormalities. The ethics committee from each of the hospitals approved the study protocol, and informed consent was obtained from all of the subjects.
2-D Echocardiography
Two-dimensional gray-scale harmonic images were obtained using an ultrasound system from 1 of 3 vendors (V1, Vivid 7 or Vivid E9, GE Healthcare; V2, iE33, Philips Medical Systems; V3, Artida or Aplio, Toshiba Medical Systems). The inter-vendor variability was determined using echocardiographic images in a subset of subjects using systems from 2 different vendors. The 3 levels of the LV short axis view (basal, middle and apical) and 3 standard LV apical views during 2 or 3 consecutive cardiac cycles were acquired in the left lateral decubitus position during a breath hold and digitally stored on the hard disk. Care was taken to ensure that the basal short axis level contained the tip of the mitral valve and that the middle level of the short axis view contained papillary muscles. For the acquisition of the apical short axis view, the transducer position was moved 2 or 3 intercostal spaces more apically to ensure that the view did not contain a papillary muscle with a circular shape. The gain and the compression were adjusted to minimize the dropout of the LV endocardial and the epicardial borders. The depth and the sector angle were adjusted to include the LV, but the sector size was minimized to achieve a higher frame rate. To determine the timing of the cardiac events, the LV inflow and the outflow velocities were recorded using a pulsed-wave Doppler echocardiogram.
Data
All raw datasets were transferred to the core laboratory of University of Occupational and Environmental Health, and speckle tracking analysis was performed by an experienced observer blinded to the age and sex of each subject. The 2-D speckle tracking analysis was performed using speckle tracking software from each of the vendors (Echopac PC version 110.1.3, GE; QLAB, version 7.1, Philips; and Ultra-Extend, Toshiba) to obtain 3 strain measures (longitudinal, circumferential and radial strain). Detailed speckle tracking analysis for each vendor has been described elsewhere. 8,9, 15 After selecting 1 cardiac cycle with optimal image quality, the endocardial border in the end-systolic frame was manually traced. A region of interest was then drawn to include the entire myocardium. The software algorithm automatically segmented the LV into 6 equidistant segments and selected the appropriate speckles in the myocardium for tracking. The software algorithm then tracked the speckle patterns on a frame-by-frame basis using the vendor-specific tracking algorithm. Finally, the software automatically generated time-domain LV strain profiles for each of the 6 segments of each view from which the peak strain was measured. The peak strain at each of the 18 segments was determined. The level strain was calculated by averaging the segmental values (a maximum of 6 values per level) in the basal, middle and apical levels. The global strain was calculated by averaging the peak strain of the 18 LV segments for each subject. To determine LV asynchronous contraction, we measured time from the R wave on the electrocardiogram to peak strain of the 18 LV segments, and its SD was calculated. 16, 17 Because heart rate was different in each subject, the data are expressed as a percentage corrected by R-R interval.
Because the software from 2 of the 3 vendors did not provide an automated image tracking capability, the tracking quality was visually evaluated on the 2-D images. When the tracking was suboptimal, several attempts were made to adjust the regions of interest. If subjects had unreliable tracking quality in >9 of the 18 segments, these subjects were excluded from further analysis.
The image quality was also assessed and graded as follows: excellent (1) if 0-1 of the LV endocardial borders of the 18 segments were poorly visible; good (2) if 2-3 of the segments were poorly visible; fair (3) if 4-5 of the segments were poorly visible; and poor (4) if >5 of the segments were poorly visible.
Observer Variability
The intra-observer and inter-observer variabilities were assessed in 60 randomly selected subjects (20 subjects for each vendor), whereas the test-retest variability was assessed in 60 randomly selected subjects. For the intra-observer variability, datasets were analyzed again 1 week after the initial measurements. The inter-observer variability was determined by analyzing data from 2 separate observers. To determine the testretest variability, the parasternal short axis and the apical images were obtained within 1 h after the first measurement.
Statistical Analysis
The continuous data are expressed as mean ± SD or median and interquartile range according to the data distribution. All statistical analysis was performed using commercially available software (JMP 9.0 or SPSS 16.0; SAS, CA, USA). One-way analysis of variance with post hoc comparison was performed to compare strain across the 3 groups. A linear model was used to assess the correlates of variation in the global longitudinal strain. Reliability was assessed using Bland-Altman analysis and intraclass correlation coefficient (ICC) with 95% confidence interval. P<0.05 was considered to be statistically significant.
Results
The subject demographic and fundamental echocardiography characteristics are listed in Table 1 . The mean frame rate on short axis view (V1, 66±13/s; V2, 65±10/s; V3, 52±9/s) and apical view (V1, 62±14/s; V2, 62±9/s; V3, 52±8/s) was significantly lower in V3 compared to V1 and V2. The image quality was better in V3 compared to V1 and V2 (mean image quality score: V1, 2.5±0.8; V2, 2.6±0.8; V3, 2.1±0.9). The feasibility of the strain measurements was significantly different between the 3 vendors (V1, 83%; V2, 70%; V3, 88%, P<0.01). Although the tracking feasibility depended on the image quality obtained from the 3 vendors, the degree of dependency was different (Figure 1 
). Normal Range of 2-D Strain
Normal Strain
Global strain from each of the 3 vendors was normally distributed (Figure 2A) . Global strain and that at the basal, middle and apical levels of the LV myocardium are given Table 2 . Global strain was significantly different between the 3 vendors. The most remarkable differences were noted in global radial strain. The same trend was also observed for the basal, middle and apical levels of the myocardium. Although the absolute values were different, longitudinal strain gradient from the basal level toward the apical level was uniformly observed in the data from all 3 vendors. The segmental strain for the 18 LV segments is shown in Figure 2B . There were significant differences in the strain across all segments. LV dyssynchrony indices are also given in Table 2 . Although the mean ranged from 3% to 5%, strain dyssynchrony was significantly different among the 3 vendors.
Effect of Anthropometric and Hemodynamic Variables on Global Longitudinal Strain
Linear correlation between age, gender, body surface area, heart rate and blood pressure and global longitudinal strain for each vendor is given in Figure 3 . Gender, body surface area and blood pressure were significantly correlated with global longitudinal strain in V1. In V2, age, gender, body surface area and blood pressure were correlates of the global longitudinal strain. In contrast, age and blood pressure were found to be the significant correlations in V3. The contribution of independent determinants, however, was only mild (r 2 =0.02-0.16). Table 3 lists the effects of age and gender on global longitudinal strain for each of the 3 vendors. Significant gender differences in longitudinal strain from the 3 rd to the 6 th decades were observed for V1, but no gender differences were noted in V3.
Inter-Vendor and Observer Agreement
The inter-vendor agreement was determined in 193 subjects (V1 vs. V2 in 47 subjects; V1 vs. V3 in 96 subjects; and V2 vs. V3 in 50 subjects). Figure 4 shows the linear correlation and Bland-Altman analysis for inter-vender agreement of global radial, circumferential and longitudinal strain. In each 2-vendor comparison, the ICCs of global strain were poor to fair ( Table 4) . Not surprisingly, the ICC was the worst for the global radial strain, and the best for the global longitudinal strain. The inter-vendor agreements of LV dyssynchrony indices were also poor.
The ICCs for intra-and inter-observer variabilities and the test-retest variability were also assessed. The intra-and inter- Effect of image quality on the feasibility of 2-D strain measurements. Although image quality affected feasibility in all 3 vendors, its degree was different. Specifically, when the image quality was excellent or good, the feasibility was almost equivalent (V1, 99%; V2, 98%; V3, 99%, P=NS). But, when the image quality was fair, the feasibility was significantly lower in V2 (63%) compared to V1 (80%) and V3 (74%). TAKIGIKU K et al. BSA, body surface area; DBP, diastolic blood pressure; HR, heart rate; LS, longitudinal strain; SBP, systolic blood pressure. TAKIGIKU K et al.
observer ICCs were always better than the inter-vendor agreement. Although intra-observer ICCs were always higher than inter-observer ICCs, they were somewhat different among the 3 vendors.
Discussion
The major findings are as follows: (1) the feasibility of the 2-D strain measurements was different depending on which ultrasound system was used; (2) the global and regional 2-D strain and LV dyssynchrony indices were significantly different between the 3 vendors (this finding requires the establishment of a normal range for 2-D strain for each vendor); and (3) the inter-vendor agreement was poor. This finding supports the lack of interchangeability of 2-D strain data from the same subject between ultrasound systems from different vendors longitudinally.
Previous Studies
After the first clinical report by Reisner et al demonstrating the utility of 2-D strain measurements, 18 the number of publications in the medical literature regarding the clinical utility of 2-DSTE has grown rapidly. 5-7, 15 The routine use of 2-D strain in clinical practice requires the definition of a normal range, but the majority of the studies have defined their own normal ranges using a relatively small number of subjects who are of a limited age range. To our knowledge, only 3 studies have reported normal 2-D strain range in a large, adult population. Marwick et al reported an average LV peak systolic longitudinal strain of -18.6 with 0.1% of the limits of agreement in 242 healthy volunteers using a GE system. 19 Although Dalen et al determined peak longitudinal strain in 1,266 healthy individuals, they used customized software that was not widely available. 20 Another recent report described an average global longitudinal strain of -20.6±2.6% and an average radial strain of 48.2±13.8% in 144 healthy subjects using a GE system. 21 The radial strain from that report, however, was derived from only the middle level of the LV short-axis view. Few studies have addressed the inter-vendor variability of 2-D strain measurements. 11- 14 Manovel et al performed 2-D speckle tracking analysis on 28 healthy adult subjects using ultrasound systems and software from GE and Toshiba, and found no significant vendor differences in the global longitudinal, circumferential or radial strain measurements. 14 They also reported that global longitudinal strain had a more narrow limit of agreement (-2.25 to 3.65) compared to radial and circumferential strains and concluded that global longitudinal strain is a more robust parameter for evaluating myocardial function when a different cardiac ultrasound system is used for assessment. Koopman et al performed the same analysis on 34 children with or without cardiovascular disease using ultrasound systems from GE and Philips. 13 They found that global longitudinal strain has a small bias (0.8) and narrower limit of agreement (-4 to 6) compared to circumferential and radial strain. But the correlation coefficient of global longitudinal strain between the 2 vendors was modest (r=0.57), even though the enrolled subjects had a wide range of longitudinal strain.
Current Study
Although the fundamental concept of 2-D speckle tracking may be the same, 2-D image tracking ability on a frame-by-frame basis in each of the systems from the 3 vendors was different, resulting in a maximum difference of 18% in the feasibility between the 2 vendors. Image quality could affect the tracking feasibility observed in all of the systems from the different vendors (ie, good image-good tracking, bad image-bad tracking). The tracking ability at medium-range image quality, however, was significantly inferior in the Philips system compared to the systems from either GE or Toshiba. Therefore, it must be acknowledged that the contribution of image quality to tracking feasibility differs with vendor.
The normal range of 2-D strain in the present healthy subjects differed between the 3 vendors. As expected, the largest differences were observed in the global radial strain measurements, and the smallest differences were noted in the global longitudinal strain measurements. In addition to the different tracking algorithm used, image quality, post-processing and interpolation techniques, and the computation of the strain, the method of averaging data from the adjacent region and the different weighted averaging computational methods in each of the regions of interest increase the inaccuracies when calculating radial strain. The different values of global circumferential strain when comparing Toshiba to the 2 other vendors are related to the different regions of interest (the Toshiba system tracks and calculates the circumferential strain in the inner one-third of the myocardium). Although these points partially contribute to the difference, the detailed algorithms for 2-D speckle tracking used in the systems from individual vendors are proprietary, and not visible to the user. We also observed significant vendor differences in age and gender dependency on global longitudinal strain, meaning that different ultrasound systems could provide contradictory results. The low 2-D strain ICC measured from the same subjects using different systems raises a caution about the clinical application of 2DSTE. Systems from different vendors are not interchangeable when acquiring and analyzing 2-D strain data to assess longitudinal changes in the LV function from the same subjects. Although the highest ICC of global longitudinal strain indicates that longitudinal strain is less subject to variation, relatively larger limits of agreement cannot validate whether the observed difference is clinically relevant. As noted in a previous reported editorial review, if global 2-D strain is to be used in a longitudinal follow-up, the baseline and the follow-up images should be obtained using the same ultrasound system. 22
Study Limitations
Several study limitations should be addressed. We did not have any gold standard with which to confirm the accuracy of 2-D strain measurements in each vendor-specific system. Because the validation of 2-D strain against tagged cardiac magnetic resonance imaging in a large number of healthy subjects is difficult, we determined the technique reliability and established a normal range of 2-D strain separately for each of the 3 ultrasound vendors. The inter-vendor variability was not tested among the 3 ultrasound vendors because none of the participating hospitals had ultrasound systems from all 3 of the specified vendors. But the number of subjects used to determine the ICCs between 2 vendors seemed sufficiently large and was larger than that used in previous reports. 
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Conclusions
We have established the normal range of 2-D strain for each of the ultrasound systems from 3 vendors in a large healthy subject group. The present results provide a reference value for 2-D strain, which is useful in future clinical research when using the 3 specified ultrasound vendors. The low ICCs of 2-D strain across the different vendors suggest that the system and software from the same vendor should be used for a longitudinal follow-up in the same patients or a cross-sectional study.
